An international round robin study was conducted on the absorption measurement of laser-quality coatings. Sets of optically coated samples were made by a "reactive DC magnetron" sputtering and an ion beam sputtering deposition process. The sample set included a high reflector at 514 nm and a high reflector for the near infrared (1030 to 13 18 nm), single layers of silicon dioxide, tantalum pentoxide, and hafnium dioxide. For calibration purposes, a sample metalized with hafhium and an uncoated, superpolished fused silica substrate were also included. The set was sent to laboratory groups for absorptance measurement ofthese coatings. Whenever possible, each group was to measure a common, central area and another area specifically assigned to the respective group. Specific test protocols were also suggested in regards to the laser exposure time, power density, and surface preparation.
INTRODUCTION
High performancc optical coatings are used in major laboratory projects and commercial applications. The laser fusion projects, which include collaboration between the national laboratories of France and United States, require optics with coatings that survive high-peak power laser fluences. The semiconductor industry's drive towards ultra-violet wavelengths for sub-micron lithographic patterns places demands on low absorbing materials. Very narrow band filters with low scatter-and absorptance-induced losses are required for the telecommunication market. There are a variety of methods to measure absorptances. 6 New techniques such as the photothermal deformation technique, based on laser pumping and probing, are included with more conventional calorimetry and radiometry techniques.
Invitations to participate in an absorptance round robin were mailed to 18 groups world-wide in January of 1998. A majority of the groups supported the round robin idea. Due to limitations on sample size (for example, small curved surfaces are required for the ring-down technique), the availability of common laser wavelengths, and the availability of test equipment during the measurement period, the number of participants submitting data was 1 2. The measurements were completed in December of 1999.
A report on the state-of-the-art in coating absorption measurement methods appeared warranted given the growing number of groups with photothermal absorption capabilities and the applications using low absorption coatings. A sample set was created for the rough comparison of absorption techniques. Our objectives were to encourage collaborations in the development of physical methods, procedures, and application for coating absorption measurements; compile absorptances from similar samples for absorptance users; and finally, encourage the development of absorption test equipment to support the laser optics industry for the optimization of coating designs and for quality control in a production setting.
EXPERIMENTAL SET-UPS

Measurement techniques
While details of the experimental methods and apparatus can be found in the literature published by various groups, the principles of all the testing methods are based on detection of laser-induced thermal waves due to optical absorption. When a laser beam (jump beam) irradiates a sample, the absorption of optical energy by the sample causes highly localized heating, which in turn produces various physical responses in the sample as well as in the surrounding media. Table 1 summarizes these absorptance measurement techniques. Eight groups performed absorption measurements in the visible wavelength regime from 5 1 1 to 532 nm. The techniques used by these groups are based on the mirage effect (1 group),7 collinear photothermal deflection (2 groups),2'4'7'8 surface thermal lens (3 groups),5'9"° laser calorimetry (1 group),'1"2 and radiometry (1 group).6
Seven groups performed absorption measurements in the near infrared (nIR) wavelength reime from 1030 to 1 3 1 8 nm. The techniques used by these groups are based on collinear photothermal deflection (1 group),2' 7,8 surface thermal lens (1 group),5'9"° and laser calorimetry (5 groups)."2
For the mirage technique, the photothermal signals are detected by employing the physical phenomenon that the refractive index of air is temperature and density dependent. The technique uses a modulated laser beam to generate thermal waves in the sample. Ifthe sample is placed in air, the periodic variation in temperature on the sample surface causes periodic thermal expansion of the air in the vicinity of the heated area and hence changes the refractive index in the optical path ofthe probe laser beam. The probe laser skims over or bounces off the heated area of the sample surface. This detection scheme is also referred to as transverse photothermal deflection technique. The resulting signal is then a periodic angular deflection of the probe beam, which is detected by a quad-cell detector. The quad-cell signal is sent to a lock-in amplifier that selectively amplifies the ac part of the signal.
An altemave way to perform the mirage experiment is to detect the change ofrefractive index inside the sample using?. probe laser beam parallel to the pump beam. This technique is referred to as the "co-linear" photothermal deflection technique, despite the angular displacement of the parallel pump and probe beams. The other experimental details of the collinear and the transverse detection schemes are similar.
For the surface thermal lens effect, the experimental arrangement uses a probe laser beam that has a similar or larger beam size on the sample surface than that of the pump beam. Pump laser heating generates a surface thermal deformation, which in turn distorts the wavefront of the reflected probe beam in a way similar to a thermal lens of finite size. The surface thermal lens, as predicted by the diffraction calculation and verified by experimental observation, can cause either photothermal divergence (defocusing) Iphotothermal convergence (focusing) or complicated interference fringes, depending on the specific geometry used in the detection scheme. Detection of surface thermal lens signals is very similar to that for the traditional thermal lens effect, details ofwhich can be found elsewhere.
For the laser calorimetry method the measurements have been performed in accordance with the international standard on absorptance measurements ISO 11551.
For the laser radiometry technique, a laser beam is focused onto the surface of an optical sample. Since optical materials have low conductivity, the absorption of the laser beam creates a localized hot spot. The temperature difference between the hot spot and a cooler area away from the laser irradiation is measured remotely with a sensitive infrared thermal camera. Finite element analysis that contains the optical, thermal, and structural properties of the illuminated optic can be used to determine the absorptance required to match the observed temperature difference. Many computer simulations were performed over a wide range of absorptances, laser powers, and laser beam diameters. A simple empirical formulation was generated which allowed a rapid absorptance determination albeit with less accuracy than that available from a full computer simulation.
Measurement protocol
The test conditions used by each group are listed in Tables 2 and 3 . In the test protocol, the following suggestions were made. The first suggestion was that the participants do not clean the surface of the samples which would preclude any cleaning artifacts from the absorption measurement. Secondly, we suggested that each group try to measure two areas of the samples according to Fig. 1 . Each group was asked to measure a common area at the center of the samples. Then, if possible, each group was asked to measure within an area of each sample that was assigned specifically to them. The center of the sample provided a common test area for every participant, but was susceptible to laser-conditioning. The uniquely assigned areas would be unconditioned. There were free areas on each sample available to optimize the alignment and signalto-noise ratio. Thirdly, the laser power density was to be < 4 kW/cm2 to avoid laser damage to the samples and any absorptance non-linearity behavior. Fourth, we suggested that the absorptance measurement be made over long (4 minutes) and short (seconds) time durations to ascertain time trends.
Three sample sets were generated and had the coatings deposited in the same coating run. Sample set #1 traveled to all but two groups. Sample set #2 was measured and kept as a back-up in case set #1 was damaged or lost. Sample set #3 consisted of smaller substrates for the calorimetry set-up in the Calor.3 test group. 
Coated samples
The set of optically coated samples included two high reflectors with a design wavelength of 5 14 nm and a high reflector for the near infrared (1030 to 13 18 nm), single layers of silicon dioxide (silica), tantalum pent-oxide (tantala), and hafnium dioxide (hafnia). The coating samples were made utilizing either one ofthe following two deposition processes: (1) "reactive DC magnetron" sputtering and (2) ion beam sputtering deposition. See Table 4 for a summary of the absorptance samples.
Magnetron sputtered films
The single layer films and high reflectors in the visible and the near infrared were deposited by modulated reactive DC magnetron sputtering. The films were sputtered from pure metal targets in an atmosphere of oxygen and argon. The oxygen reacted with the surface of the metal target to create the oxide. The major difficulty with reactive DC magnetron sputtering was that the build up of oxide on the target surface eventually causes arcing, a direct result from dielectric breakdown of the oxide layer. To prevent this, the voltage applied to the magnetron was modulated with a square wave at a frequency of 17kHz and a duty cycle of 80%. By this method, arcing was eliminated and dense, low scatter films were deposited.
The films were deposited in a cryogenically pumped stainless steel box chamber. The chamber base pressure was 3x10 Torr or less at the start of deposition. The tantala films were deposited with a partial pressure of 2x10 Ton argon and 3x10 Ton oxygen. The magnetron voltage was 710 Volts and the current was 2.7 Amperes. The deposition rate was 0.2 nm/s. The hafnia films were deposited with a partial pressure of4.7x10 Torr argon and 1.2x10 Ton oxygen. The magnetron voltage was 550 Volts and the current was 1 .7 Amperes. The deposition rate was 0. 1 nm/s. The silica films were deposited with a partial pressure of 1.5xl0 Ton argon and 1.5x104 Ton oxygen. The magnetron voltage was 680 Volts and the current was 2.5 Amperes. The deposition rate was 0.2 nm/s.
The high reflector at 514nm consisted ofa 29-layer stack ofalternating quarter wave layers oftantala and silica. The transmittance of the reflector is shown in Figure 2 . The near infrared high reflector consisted of two-quarter wave stacks, one centered at lO7Onm and the other at l300nm. Each stack consisted of25 alternating quarter wave layers oftantala and silica. A matching layer of silica was inserted between the stacks and the first and last layer of each stack were permutated to suppress ripples in the high reflectance region.
Transmittance scans of the high reflector (HR) with design wavelengths at 5 14 and in the near-infrared are shown in Figures  2 and 3 , respectively. Transmittance scans of the silicon dioxide, hafnium dioxide, and tantalum pentoxide single layers are shown in Figure 4 .
Ion beam sputtered mirror
The ion barn sputtered HR was produced using a reactive ion beam sputtering process. The mirror design was (HL)"l6 H, where H designates tantala and L designates silica. The coating layers were quarter waves at 523 nm to provide for high reflectance at 514 and 532 nm. The mirror center wavelength was measured to be 525 nm. The films were deposited in a 36" cryogenically pumped box chamber. The deposition source was a RF-excited Kaufman ion gun. The sputtering gas was argon. The target materials were high purity fused silica and tantalum. Ionized oxygen was introduced in the chamber during deposition to provide for complete oxidation of the oxide layers. The deposition rate was 0.1 nm/s for both materials. The fully automated deposition system was housed in a class 1000 clean room. Substrates were cleaned, inspected and loaded into coating fixtures in a class 10 clean room. The absorptance in the visible wavelength regime is plotted as a function of the samples tested and the test techniques. In Fig. 5 , the absorptance values from the designated technique are plotted for measurements at the common central area of the samples at a relatively short exposure time. In Fig. 6 , the absorptance values from the designated techniques are plotted as a function of the assigned areas of the samples, again for a relatively short exposure time. The large spread in absorptance values from the HR:IBS sample is discussed in Section 3.3, Absorptance vs. test sequence. For the rest of this section, these values will be ignored.
Some of the other anomalous absorptance values can be explained. The silica absorptance reported by the STL.2 group was taken on the sample after inadvertent contamination. Therefore this silica value was not used for the calculation of the average silica absorptance value. The STL.2 group also noted that the tantala sample appeared contaminated as well, and this may account for its high absorptance in Fig. 6 .
These two figures indicate that a mirage technique tends to measure lower absorptance values, and a calorimetry technique tends to measure higher absorptance values. The other techniques measure absorptances that tend to be bracketed within these values. Absorptances from the center area are bracketed within an order of magnitude or less of each other. Assuming that the tantala sample was contaminated, at least in the assigned area, then the absorptance values from the assigned area are also bracketed within an order of magnitude.
The absorptance of the transmissive multi-layered coatings (made by the same deposition process), where the pump wavelength is not equal to the reflective wavelength of the coating, are more absorbing than the reflective coating, where the pump wavelength is equal to the reflecting wavelength. The higher absorptance may be coming from the pump wavelength irradiating the entire stack. In this situation, absorbing sources from underlying layers and the substrate/coating interface contribute to the total absorptance value.
Also for the magnetron sputtered samples, the absorptances of the single layers and uncoated substrates are less than that of the multi-layer stacks per specific technique. One possibility as to why the single layer absorptances are not much lower than that from the HR:MAG sample is that the interfaces at the coating/substrate and the coating/air may be contributing to the absorptance.
Absorptances in the nIR wavelength regime
The absorptance in the nIR regime is plotted as a function of the samples tested and the test techniques. In Fig. 7 , the absorptance value, measured at relatively short exposure times at the sample center, are plotted as a function of sample type. In Fig. 8 , the absorptance values from the designated techniques are plotted as a function of the assigned areas of the samples, again for relatively short exposure times. The absorptance values from the HR:IBS sample is discussed in Section 3.3 on group sequence and will be ignored for the rest of this section.
The tantala single layer sample behaves similarly in the nIR as in the visible regime even though the calorimetry technique dominates at the nIR wavelengths. However, the STL.2 technique is measuring a nIR absorptance about lOx lower than that at the visible regime for the assigned area. Another group reported a high tantala absorptance value. This may be due to nonuniform contamination of the tantala sample.
In general, the absorptances for a given sample measured at the center of the sample have a smaller spread of values than those taken at the assigned areas. The center produce values that are equal to or lower than that at the assigned area. The exception to this trend is the HR:Mag-nIR sample.
The Hf metal sample has higher absorptances than the dielectric coated samples, and at the shorter wavelength, the absorptance increased. This observation is consistent with materials being more absorbing at the shorter wavelengths, and metals being more absorbing than dielectrics.
Absorptance with wavelength
The absorptances are plotted as a function of pump wavelength in Fig. 9 . The trend is that the absorptance measured at the visible wavelength regime is higher than that measured on the same sample at the nIR wavelength regime. This behavior is expected from physical arguments that energetic (short wavelengths) photons excite electrons from the valence band to the impurity sites near or even into the conduction band.'3 The absorptances of mirrors designed for the visible appear to increase with wavelength. The trend is observed with the RR:Mag sample from the Colinear.2 and STL.2 testing, and the HR:IBS sample from the Calor. I testing. The HR:IBS absorptances are not considered in the other cases because of the assumption of contamination (See Section 3.4, Absorptance in terms of group sequence). Only the absorptance of the HR:Mag sample by the Calor. 1 method is the exception to this mirror trend. One explanation of the trend is that the pump wavelength is sampling more layers of the mirror at the nIR than at the visible wavelengths. So the absorptance is higher because of increase material contributing to the absorptance rather than a degradation of the material.
Absorptance in terms of group sequence
The absorptances in the visible wavelength regime are plotted as a function of sample and group sequence, where Figs. 10 and 1 1 are the absorptances from the center and assigned areas of the samples, respectively. There is no reference to test techniques. To be consistent, the data from the short time exposures are used. Generally, the hafnia sample is more absorbing than silica sample, which is more absorbing than tantala sample. Generally, the magnetron-sputtered mirror designed for 514 m, is less absorbing than the FIR designed for the nIR. The higher absorptances are likely caused by the pump laser (5 1 1, 514, or 532 nm) irradiating more layers in the nIR mirror than in the visible mirror.
Sample absorptances track together except for the relatively minor deviations in the group, where the RR:IBS sample has a higher absorptance than all other samples and the hafnia sample has nearly the same absorptance as the silica sample. The 1S group made the measurements on samples from Set #2. Another relatively minor flip occurs from the 7th group (sample from Set #1), where the tantala sample has a higher absorptance than the silica sample. In the 9t group, the absorptance difference between the silica and tantala samples are minor.
A major change occurs in the 5th group test, where the HR:IBS sample starts to have absorptances greater than 400 ppm. This is on the order of the contaminated silica sample. The previous test was at a high power density. One conjecture was that the center of the sample was damaged. However, Fig. 1 1 shows that even the assigned areas show a high absorptance level from 5th test onwards. The HR:IBS sample probably was contaminated.
Absorptance time trends
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The time trend plots, Fig. 12 , are plotted with normalized absorptances on the same scale. The time trends were part of the experiment because absorptances of some single layers and multi-layers have been reported to depend on irradiation time.'4 For silica and tantala single layers the tendency is for the absorptance to either be stable or increase with exposure time. For the hafnia single layer the tendency is for the absorptance to either be stable or decrease with exposure time. For the 514 nm designed mirror samples, there is an effect of irradiation time on absorptance but the trend is ambiguous. For the multilayered nIR mirror sample, the absorptance tends to either be stable or decreases. If the HR:IBS sample was contaminated, then the absorptance time trends from the Co-linear. 1, STL. 1, STL.2, and Radio groups may be the absorptance behavior of dirt in the visible wavelength. A complete explanation for the dependence of absorptance on exposure time is difficult because the changes are not always in the same direction, and some groups did not observe changes on some of the samples. 
NT
The sources of absorptance disparities arise from measurement errors (M), absorptance non-linearity in the material (N) [absorptance depends on power density of irradiationj, absorptance instability (I) [laser-induced absorptance changes], spatial non-uniformity (5), and the samples becoming contaminated (C). The contributions of these absorptance effects are estimated to be M < N < I < S < C. Measurement repeatability is rather good for these techniques as reported by the respective groups.
There are test variations in the pump beam itself that may contribute to the absorptance anomalies and hide effects from nonlinear absorptance behavior and laser-induced changes. Non-linear effects are not observed when one compares power density with absorptance. The samples were 25 mm in diameter, which should minimize the effects of S. Contamination was one variable that was difficult to control. The testers were not permitted to clean the samples to preclude variabilities due to cleaning.
SUMMARY
Many absorptance trends are identified. Absorptances measurements of the same samples may vary up to lOx from the value averaged from the submitted data. The absorptances of transmitting multi-layers are higher than that from single layer coatings. The absorptances at the common area tend to be slightly lower than that measured at the assigned area or show no significant difference. The absorptance of single layers decreases with increasing wavelength. Absorptance of a mirror increases when the pump laser wavelength deviates from the designed wavelength of the mirror. Finally, laser exposure time has an effect on absorptance although the trend is ambiguous.
For the next absorptance round robin, the following recommendations are listed to assure better test conditions.
In order to compare the measurement techniques at relatively low, medium and high absorptances, an uncoated, super-polished fused silica substrate, a special multi-layered stack, and a metalized sample set would be generated. A multi-layered stack should be designed to have similar E-fields for all of the pump wavelengths.
If a sample set consists of only three samples, then two sample sets may be sent out together. One set may be wiped cleaned, and the other set treated as in this study where no cleaning was allowed. A procedure for cleanliness wiping should be included and if possible, the wipes and solvent would accompany the samples.
A specific and long irradiation time (i.e. 20 minutes) that accommodates all techniques should be suggested. The information regarding time trends may be technique or material induced, but can be studied in separate tests.
There was no clear evidence of laser conditioning at the common area. The protocol to measure common and assigned areas is not necessary. However, the use of assigned areas in this round did allow one group to continue the measurements due to laser damage at the center of the part.
One group performed an inspection of the samples before performing their tests. Their notes were quite useful, and maybe a simple microscopic inspection should be considered as part of the test protocol, at least for the samples that will be cleaned.
Absorptance measurements of transmissive coatings are generally higher. A possible method of quantifying the absorptance at the substrate/coating interface is to measure the absorptance as a function of transmission, where the transmission is determined by the number of layered-pairs.
Absorptances made on thin single layers are not representative of the material. Absorptances of thin materials may have to be performed in pairs stacked together in a quarter-wave high reflector design. For example, given a set of silicalhafnia, silica tantala, silica/alumina ,and silica/titania samples, the relative absorptances of hafnia, tantala, and titania may be tabulated. The table would be analogous to the galvanic potential tables, where the affinity to corrosion is based on a metallic element's electrochemcial potential difference from the other metal in contact and a convenient zero reference potential is chosen. In the above case, the reference would be the oxide silica. .
.
["Average Absorptance in the visible wavelength regime with a relatively short time exposure. The visible wavelength, being either 51 1, 514, or 532 nm, irradiated the area of the sample assigned to the specified group. The silica average absorptance does not include the data from STL.2 because of unintentional sample contamination. Note that STL.3 measured absorptances on sample set #2, which was coated in the same coating run as sample set #1. function of the test sequence at the assigned area of the samples. 
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